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for Photographing Strong Shock Waves 
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An ultra-high speed image dissecting camera patterned after an original design by 
Sultanoff has produced motion pictures of shock waves having velocities greater than 
7 cm/microsecond. The camera is readily adaptable to either streak or framing photography. 
A discussion of the camera system design indicates the modifications of the original design 
which allow for greater flexibility of camera use. Several photographs of high speed shock 
waves are used to demonstrate the various modes of camera operation. The very high 
framing rate (IX lOVsecond) and the easy adaptation from streak to framing photography 
make this camera a particularly useful tool for research in the field of very fast shock waves7l 



1. Introduction 

The design oi* a 10^ frame/sec image dissecting 
camera by Morton SuUanofF [1]/ published in 1950, 
provided a means for o])serving extremely fast events. 
Altlioiigli the Sultanoff design is hivariably men- 
tioned in comprehensive surveys of liigh-speed photog- 
raphy [2, 3, 4], very little information is available 
from the literatiu'e concerning the use of this type of 
camera in high-speed shock wave research. It is the 
purpose of this paper to report the results obtained 
from a Sultanoff type camera system developed in 
this laboratory. The discussion will include camera 
and fihn viewer design, and the techniques used in 
obtaining pliotographs. 

2. Camera Design 

Since the Sultanoff camera obtains very liigli fram- 
ing rates by using the principles of image dissection, 
perhaps a brief discussion of unage dissection is in 
order. 

Image dissection photography, as applied in the 
Sultanoff camera, consists of optically dissecting or 
sampling individual pictures at regular intervals so 
that eacli picture is composed of a large number of 
hues uniformly spaced over the picture area (as in a 
television picture). If picture sampling line widths 
are narrow compared to the distance between lines, 
many pictures nuiy be recorded on one photographic 
plate by registering each picture grid pattern at a 
slightly different space to give an interlacing of all 
the pictures over a common area. Individual pic- 
tures may be seen by viewing the composite photo- 
graph through a grid composed of transparent lines 
ruled on an optically opaque plate, as in ffgiu'e 1. 
The grid line widths and line s])acings must of cotu^se 
be identical to the corresponding lines and spaces of 
the dissected photographs. By registering the grid 
at different positions across a composite photograph, 
each picture can be seen in tiu'n. 



I Figures in brackets intlicate the literature references on page 310. 



As an examph% if each picture is dissected into 
lines 13 fx wide, witli 390 ju between lines, as ]nany as 
31 pictures can be displayed on a common area. 
Figure 2 is a composite picture of 10 j^hotographs dis- 
sected as outHned above. The 10 pliotographs are 
displayed separately in figure 3. Each photograph 
is obtained by indexing the grid, sliown in figin*e 1, 
at the proper position on tlie composite. 

This example shows oidy that many individual 
pictures may be interwoven on a single photographic 
plate and that the individual photographs can be 
taken from the composite photograph. In applying 
the principles of image dissection to high-speed fram- 
ing photography, some space resolution is deliberately 
sacrificed in order to achieve time resolution between 
the photographs which are interwoven on a single 
photographic plate. In practice, the necessary time 
resolution is acliieved by using a rotating inirror to 
sweep a dissected, tune- varying image across a photo- 
graphic plate to obtain the interlacing of many 
images as a fimction of time. 

Since the basic design principles of the grid framing 
camera are covered thoroughly elsewhere [1, 2], only 
the general design features and the improvements 
incorporated in the camera construction are dis- 
cussed here. Rather complete details of the com- 
mercial components used are presented in appendix 
I. Suffice it to say that the image is dissected by a 
grid, as in figure 1, placed at the focal plane of an 
objective lens and that the dissected image is re- 
imaged on film after reflection from a rotating mirror. 
The rotating mirror provides a time dependent 
indexing of successive pictures on the film. 

A pictorial view of the optical system for the ultra- 
high speed camera is shown in figure 4. Altliough the 
system is patterned after the original Sultanoff de- 
sign, tlie camera uses a Siitar commercial view camera 
for holding aiul focusing the first lens. This permits 
raj) id focusing and lens clianging as well as serving 
essentially as an optical bench on which mirrors, 
filters, shutters, etc., can be mounted easily if de- 
sired. A trap door above and immediately behind 
the multislit focal plane shutter (fig. 4) provides for 
convenient focusing. The door, when opened, auto- 
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Figure 1. Contact print of an image dissecting grid. 
Slit width is 13 n and tlie distance between slit centers is 403 fi. 




Figure 2. Enlarged print of a composite negative containing 10 dissected pictures. 



matically swings down a focusing mirror at a 45° 
angle to the focal plane, so that the image may be 
viewed from above. In addition, the camera incor- 
porates a removable grid holder so that grids can be 
interchanged in a matter of a few seconds. The grid 
holder provides for a Fresnel focal plane lens to be 



positioned just ahead of the grid so that hght from 
lens 1 will be redirected to lens 2 (visible in fig. 4). 
The readily changeable grid holder permits rapid 
changeover to streak photography or to other grids 
which are designed for different shutter speeds. 
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Figure 3. Ten individual photographs taken from the composite in figure 2 by indexing a grid at 10 positions on the composite 

negative. 



ULTRA HIGH SPEED FRAMING CAMERA 




Fi(;l'RE 4. .1 plclorial view of the ullr(i-li(</h s^)! (d c(iiii('rn. 



The mirror surface is 2 ia. X 2 in. and is rotated 
about an axis lying on the mirror surface. An 
electric hand grinder motor rotates tlie mirror at a 
maximinn speed of 600 rps. A pliotograpli of the 
camera is shown in figure 5. 

3. Synchronization 

Since this type of camera is not continuous writing, 
it is necessary to have a precise method of synchro- 
nizing the event to the framing interval of the 



camera (the time at wliich tlie image is reflected onto 
the pliotographic plate"). Synchronization is accom- 
plished by reflecting a collimated beam of light from 
tlie rotating mirror (as shown in fig. 4). When the 
mirror is in proper position, the light beam enters 
tlie photomultiplier. The photomultiplier signal 
triggers a pulse generator wliich provides a 50-v 
pulse for triggering the shock generating apparatus. 
The synchronizing circuit is wired so that pulses 
cannot leave the camera until a button switch on 
the camera is pushed. Synchronizing in this fashion 
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Figure 5. A side view of the camera with the grid holder 'partially removed. 



PHOTOMULTIPLIER-SYNCHRONIZER CIRCUIT 



CAPICITANCE IN ^f 
RESISTANCE IN OHMS 

51 CHARGE SWITCH 

52 LIGHT SWITCH 

53 FIRE SWITCH 

Jl PULSE monitor' output 
J2 TRIGGER OUTPUT 




Figure 6. Schematic diagram of the photomultiplier synchronizer. 



takes advantage of an effective optical leverage so 
that synchronization can be quite precise at any 
mirror rotation speed. Figure 6 is a schematic 
diagram of the synchronizer circuit. Note that a 
simple battery-condenser power supply is used. 
The photomultiplier is turned on by switching S-1 
from position 2 to position 1 and back to position 2. 



This charges a group of condensors in parallel and 
then discharges them in series across the photo- 
multiplier elements. One switching operation will 
activate the photomultipher for 8 min. A photo- 
graph of the synchronizer assembly (removed from 
the front of the camera) is shown in figure 7. 
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Figure 7. Photoniulliplicr si/nchrotiizer {removed frofii front 
of camera). 



4. Film Viewer 

The film viewer for imscraiubliiig the coiuposite 
photographs produced l)y the caiuei-a is shown in 
figure 8. Correct alinenient of the pliotogi'aph on 
the grid is acconiphshed by the ahiuMneiit adjustnuMit 
which rotates the disk shaped fihn hohUM'. The 
disk is anchored in the top carriage which is juoved 
over the base phited by a cam. The top carriage 
is spring loaded against the cam and is held to the 



base plate with dovetail slides. The grid is held 
in a countersunk hole hi the base plate. Indexing 
of the photograph across the grid is accojuplished by 
turning the hidcxing adjustnuuit. The worm gear 
drive (located imder tlie cam) and the cam taper 
are such that one revolution of the knob produces 
a carriage movement of 0.001 in. Carriage position 
is easily read on the dial indicator. Photographs 
ai'e normally viewed by placing the viewer over a 
light source. However, the entire film viewer is 
mounted on a board which can be placed in an 
eularger for copy work. 

For moving picture photography, the film viewer 
is motor driven as shown in figure 9. The variable 
ti'ansformer motor control and the three speed pulley 
drive provide for a range of viewing speeds of about 
60:1. This range has been satisfactory for all 
photograplis viewed so far. Moving picture records 
are obtained b}^ positioning a movie camera above 
the viewer with a light source placed under the 
viewer. Figure 10 show^s a typical arrangement for 
moving picture recording. 

5. Shock Wave Photography 

In any photographic observation of shock wave 
phenomenon, it is useful first to obtain streak photo- 
graphs of the phenomena of interest. From the 
strc^ak photographs, nu^asurcMnciits of luminosity 
times pei'mit one to calculaie the optininin inirror 
speed for framing photograpliy. 

Streak ])hotograplis are obtained by rej)lacing the 
grid Avath an opacjue plate having a single trans- 
parent slit. For the work presented here, a rather 
coarse grid was used having all but the center slit 
nnisked oft'. Good alinenient was easily accomplished 
by imaging th(^ sliock tnb(^ on th(^ rcMitei- line of the 
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ADJUSTMENT 




INDEXING ADJUSTMENT" 
FioLRE 8. film viewer for observinij high speed pholofjrophs 

301 




Figure 9. Fibn viewer with motor drive. 



grid before the grid was masked off. Figure 11 
shows a series of streak photographs of shock waves 
taken at various pressures. The horizontal lines 
were made by ^nanually ahning the mirror so that a 
picture of the full grid was put on the film. This 
provides a convenient vertical time scale on the 
streak photographs which are calibrated from an 
oscilloscope record of synchronizer pulses generated 
by the camera. A horizontal distance scale is made 
by placing narrow strips of tape on the shock tube 
at suitable intervals. For convenience, a 4 in. x 5 in. 
Polaroid film holder is used for streak photography. 
Before taking framing pliotographs, a calibrated 
streak photograph is used to estimate the average 
time (4vg) for the luminous slug to pass a point on 
the shock tube, and the total time {It) for the lumi- 
nous slug to clear the region in which framing photo- 
graph investigations are to be made. These 
estimates are diagramed in figure 12. The maximum 
rate is determined by the grid dimensions and by the 
total luminous time {It). With a grid having a slit 
spacing T), the maximum permissible mirror rotation 
frequency without double exposure is given b}^: 



/<- 



D 



AttHt 

r = Optical arm of camera (inches). 
^7T= Total luminous time (seconds). 

/= Mirror rotation frequency (cycles per second). 
/> = Grid slit spacing (inches). 



Figure 13 shows a sequence of single frame photo- 
graphs without double exposure. Although no 
double exposures occur on this photograph, resolu- 
tion of the luminous front of the shock wave is rather 
poor because of the relatively low framing rate used. 
Still, the luminosity form and velocity can be 
observed quite well. 

In general it is desirable to obtain double expo- 
sures so that velocity measurements and changes 
in luminosity patterns can be observed on one photo- 
graph. In addition, by allowing double exposures 
higher framing rates can be achieved. However, 
the maximum camera speed is limited by the time 
(^avg) for the luminous slug to pass a point on the 
shock tube in the region of interest, and by the grid 
spacing D. Maximum camera speed is given by: 

/=^- 

47rr^avg 

y=Mirror rotation speed (cycles per second). 

Z^ = Grid slit spacing (inches). 

r= Optical arm of camera (inches). 

^avg= Maximum time (seconds) for luminous 
slug to pass any point in region of 
interest. 

Figures 14, 15, and 16 show sequences ofmutiple 
exposure photographs. Note the complex patterns 
of luminosity which are clearly visible with the 
better resolution of detail apparent in these photo- 
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Figure 10. Arrangemcni for making high specil niotion pictures. 
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Po= 50/x 
TIME 



Hg 

SCALE-- 



0.836 /xSEC/DIV. 



Po=IOO/x Hg 

TIME SCALE: 0.836 fiSEC/DW/. 



Po=200^ Hg 
TIME SCALE-- 



0.840 /xSEC./DIV 



LU 






Po^300/x Hg 
TIME SCALE- 



0.840 /xSEO/DIV 




Po=500/a Hg 
TIME SCALE-- 



0.844 yLiSEC/DIV 



Pq-IOOO/x Hg 

TIME SCALE- 0.848 /xSEC./DIV. 



DISTANCE IN CENTIMETERS 

FiGrRE 11. Streak photographs of Shockwaves in electrically driven helium shocktuhe {taken at various ambient pressures). 
In each case energy input is 2000 joules. The shock tube is 4.15 cm i.d. X 122 cm. long. 
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Figure 12. Estimates of the duration of tuminositu from a streak photograph 



graphs. The luminous vertical lines observed in 
figures 15 and 16 are caused by the shock wave 
colliding with 3 mm o.d. glass tubes placed across the 
inside of the shocktube and spaced at 10-cm inter- 
vals. To better interpret these collisions, a mirror is 
used to obtain two simultaneous views of the shock- 
tube at right angles to the axis of the tube. Figure 
16 shows the typical overlapping of images (on the 
left) caused by the luminous slug being too long to 
be displayed separately at the camera speed 
employed. 

Figures 13 through 15 show only 6 out of a possible 
31 sequences available. Moving pictures may be 
obtained by recording all of the possible photographs 
by using the motor driven film viewer with a 16 mm 
moving picture camera. A strip of moving picture 
fikn taken by the arrangement in figure 9 is shown 
in figure 17. 

6. Film 

In general, the best photographs of highly lumi- 
nous shock waves have been obtained on Eastman 
Kodak Tri-X 4 in. x 5 in. glass plates. For events 
of lower luminosity, good photographs have been 
obtained on Kodak Spectroscopic 1-D 4 in. x 5 in. 
plates. Better results could no doubt be obtained 
with plates checked for fiatness; however, no flat 
plates were immediately available for use in our 
work. Polaroid 4 in. x 5 in. packets (types 52 and 



57) used in a Polaroid 4 in. x 5 in. film holder have 
been used for all streak photography. The Polaroid 
film is also useful in checking camera synchroniza- 
tion and for rapidly estimating the correct exposure 
for framing photography. 

7. Summary and Conclusions 

The Sultanofi' type of high-speed image dissecting 
camera has proved to be a very useful tool in ob- 
taining streak and frame photographs of very high- 
speed shock waves. Motion pictures may be ob- 
tained of events too fast to record by any other type 
of motion picture camera. In addition, if some 
sacrifice in picture detail can be tolerated, the sim- 
plicity in design of this camera allows for a much less 
expensive fabrication than is possible in other types 
of high-speed cameras. By using a variety of grids, 
streak and framing photographs may be taken of a 
wide variety of self-luminous events, and throughout 
a broad range of framing rates. 

Some of the disadvantages of the camera should 
be mentioned. The event to be photographed must 
be synchronized to the camera, since it is not con- 
tinuous writing. In addition, the achievable camera 
speed is limited by the time required for luminosity 
to deca}^ appreciably at any given point of interest. 
For example, events which are strongly luminous for 
long periods of time will place serious limits on the 
framing rates that are possible. The higher framing 



653930—62- 



305 




Figure 13. A sequence of six single exposure photographs of a shock wave in helium at 175 /x Ilg, using the same shocktuhe as 

in figure 11. 
The effective framing rate is 5.57 X loe/second. Energy input is 2000 joules. 
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Figure 14. .4 sequence of six uiuKipIc crposurc pho(o(/r(iphs of a shock ivavc in helijim at 1~)0 jj. Ilg, iisifuj the scuue shocktuhe as 

in figure 11. 

The effective framing rate is 48X106/second. Shock waves are mnnbored in time sequence. A complex interaction of the sliock wave with the shocktube walls may 

be observed in these photographs. 
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Figure 15. .4. sequence of six multi-pie exposure photographs of a shock wave in heliuin at 50 /jl Ilg. 

The effectivo framing rate is 10.4 X lOVsecond. The shocktube has a 5.25 cm i.d. and a length of 152 cm. A mirrored view (under each picture) gives a stereoscopic 
analysis of the collisions with obstructions inside the shocktube. In this figure and in figure 16, note the bow wave pattern produced by the obstructions. 
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(n=0) (0 (2) (3) (4) (5) (6) (7) (8) (?) 



1 7 13 19 25 3.1 37 43 4.9 55 



t=nxl.lO /tSEC. 
n=0, I, 2, 



14 20 26 32 38 44 50 5.6 



t=O.I7+(nxl.lO) fiSEC. 



15 21 27 33 39 45 51 57 



t = 0.35+(nxl.lO) /tiSEC. 



10 16 22 28 34 40 46 52 58 



t=0.52+(nxl.l0) ^SEC. 



23 29 35 41 47 53 59 



t=069+(nxl.l0) /A SEC. 



24 30 36 42 48 54 60 



t- 0.87+ (nx 1.10) MSEC. 
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Figure 16. A sequence of six multiple exposure photographs of a shock wave in helium at 50 jjl Hg, using the same shocktube as 

in figure 15. 
The effective framing rate is 28.2 X 106/second. 
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Figure 17. A sequence of 135 pictures taken from a 16 mm moving picture film of the event displayed in figure 13. 



rates in this case can be achieved only by further 
sacrifices in resolution by using a grid having a wide 
spacing between slits or by using a smaller enlarge- 
ment (or greater diminution) of the event being 
photographed. In other words, for slowly changing 
luminosity patterns, a greater sacrifice in resolution 
is necessary to obtain the higher framing rates. 

Although these disadvantages do exist for certain 
self luminous events, the SultanoflP camera is par- 
ticularly well adapted to motion picture studies of 
ver}' high velocitv" shock waves. 



The authors express their thanks to C. Al. Shep- 
herd for his help in designing the viewer and to W. R. 
Saxton, R. D. Dickason, and T. L. Theotokatos for 
their help in obtaining the photographs presented in 
this report. 
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9. Appendix I. Components Used 
Ultra-High Speed Camera 



m 



the 



A numbered layout of the liigh-speed camera is 
given in figure 18. The numbered parts are: 

1. The basic camera frame, the rotating mirror, 
and the grid holders 1(a) were manufactured b}^ the 
Buck Instrument Company, Boulder, Colo. The 
image dissecting grids 1 (b) were manufactured by the 
Bausch & Lomb Optical Company. The 8 in. focal 
length 4 in. X 5 in. Fresnel lens 1(c) may be ob- 
tained as a standard item at almost any photographic 
suppl}^ house. 

2. The mirror drive motor is a Precise Super 40 
high-speed grinder motor. 
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FifjURE 18. A layout of high speed camera parts. 



3. IIOV, 60 ^ Variac motor spood control. 

4. 4 in. X 5 in. Graphic photograj)liic ])latc holder. 

5. Polaroid 4 in. x 5 in. flat film holder. 

6. Tripod support; the main camera is supported 
on a movable stand and the tripod is used only for 
supporting the front of the camera at the tripod 
mount (12b). 

7. Linhof tecknika 4 in. x 5 in. adjustable and 
revolving camera back. This camera back is 
furnished with a bellows which has been cut off short 
and attached to the camera frame. The camera 
back is mounted on a frame which is held to the main 
camera frame by three adjustable screws. Correct 
alinement of the camera back is accomplished by 
adjusting the three screws (which are locked in 
position after alinement is correct). 

8. Kodak Aero-Ektar lens, F/2.5, 7 in. focal length. 



9. Ilex 
leng-th. 



Paragon anastigmatic, F/4.5, 12 in. focal 



10. Schneider-Kreuznach Synmiar, F/5.6 5.G in. 
focal length. 

11. Ke-imaging lens (lens 2 in fig. 4): Georz Artar, 
10% in. focjil length. 

Sinar commercial view camera, including: 
and (b) Two bench holders with sleeves. 

Bench holder (b) is used with the tripod. 

6 in. extension bench unit. 

18 in. extension bench unit. 

12 in. extension bench unit. 

Joint block. 

4 in. X 5 in. rear carrier. 
(h) Front principal frame, with 3 lens boards. 
(i) Auxiliary frame. 
(j) 4 in. X 5 in. tapered bellows. 
(k) Square bellows extension. 
(1) 4 in. X 5 in. wide angle bellows. 
(m) Front surface mirror. 

(Paper 66C4-105) 



F/9.5, 
12. 
(a) 

(c) 
(cl) 
(e) 
(f) 
(g) 
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